Introduction {#sec1-1}
============

By the late 1970s, direct bonding of brackets had become an accepted clinical procedure in orthodontics. At present, orthodontic brackets are fabricated from several types of materials with varying degrees of roughness such as metal, ceramic, plastic, titanium, and composite. Degradation of orthodontic brackets during intraoral use has long been a concern of biomaterial science. It is considered that the oral medium and time can influence the physical-chemical properties of orthodontic brackets and archwires. *In vivo* aged orthodontic components show signs of degradation such as morphologic changes, surface alterations from corrosion, and wear and release of elements into the oral environment.\[[@ref1]\] Amini *et al*.\[[@ref2]\] found a significantly higher concentration of nickel in oral mucosa cells of patients wearing fixed orthodontic appliances. Concerning biocompatibility, nickel is carcinogenic, mutagenic, and cytotoxic. According to Anuradha *et al*.,\[[@ref3]\] titanium sputter coated nickel titanium (NiTi) archwires seem to be promising for nickel sensitive patients. It showed a reduced surface roughness, friction coefficient, good adhesion and minimal hardness, and elastic modulus variations in artificial saliva over a given time period.

Surface alterations in orthodontic devices might compromise the appliances esthetics, increase microbial adhesion, and modify bracket wire activations such as torque expression and influence the magnitude of friction between the bracket and the wire.\[[@ref4]\] Oral cavity differs from the *in vitro* media in the presence of complex oral microflora and their byproducts which cannot be simulated with the currently available *in vitro* research methodologies.\[[@ref5]\] As far as aging is concerned, many studies have focused on the ionic release into the oral cavity, but the physical alterations that orthodontic brackets undergo *in vivo* and their impact on clinical performance are unknown.

Bracket debonding procedure leaving more residual debris on the bracket base is undesirable because of the increased probability of tooth enamel damage.\[[@ref6]\] There are several important differences between *in vitro* and *in vivo* studies dealing with modes of bracket failure. The *in vivo* debonding load is a combination of shear, tension, and torsion force, whereas *in vitro* studies are conducted by means of single tests (shear, tensile, or torsion). Furthermore, the complex oral environment involves continually changing temperature, stresses, humidity, acidity, and variability in the amount and composition of plaque. These conditions cannot be reproduced in the laboratory; therefore, *in vitro* studies could not be highly relevant from the standpoint of scientific and clinical evidence.

Efficient mechanotherapy is sustained by the use of most suitable bracket for orthodontic patients. As there are different types of brackets available for the same prescription, it is very important to evaluate their properties with intraoral exposure and to quantify the amount of calcium present at the bracket base after debonding, thereby understanding the loss of enamel thickness which occurs iatrogenically. Therefore, the aim of the present study was to compare the dimensional stability and surface morphology of the bracket slot among three different orthodontic brackets, i.e., self-ligating (Smart clip 3M Unitek), ceramic bracket with metal slot (Clarity 3M Unitek), and stainless steel (SS) brackets (Gemini 3M Unitek) at the onset of treatment and after 12 months of intraoral exposure. The present study also assessed the enamel loss by quantifying and comparing the amount of calcium at the bracket base among these three brackets following debonding after 12 months of intraoral exposure.

Materials and Methods {#sec1-2}
=====================

The study was conducted on patients who reported to the Department of Orthodontics, Amrita School of Dentistry, Kochi, for undergoing orthodontic treatment. Ethical approval for the study was obtained from the concerned University Scientific Committee. The sample consisted of 60 (0.022" MBT) maxillary canine brackets. They were divided into three groups: Self-ligating (Smart clip 3M Unitek), ceramic bracket with metal slot (Clarity 3M Unitek), and SS brackets (Gemini 3M Unitek). These groups were further divided into two: brackets as received from the manufacturer and brackets retrieved after 12 months of intraoral exposure with a total of 10 brackets in each group \[[Table 1](#T1){ref-type="table"}\]. Brackets were retrieved after 12 months of intraoral exposure from thirty patients (ten for each group) undergoing orthodontic treatment with a mean age of 20 years.

###### 

Sample and groups

![](CCD-8-71-g001)

Procedure for bonding the brackets {#sec2-1}
----------------------------------

The labial enamel surfaces of the teeth were cleaned and polished with a slow speed handpiece using slurry made of nonfluoride pumice and water. They were then rinsed and dried with a moisture free air spray.

Subsequently, the enamel was etched with 35% orthophosphoric acid gel for 30 s, rinsed with water, air sprayed for 30 s, and then dried until the etched enamel surface exhibited a frosty white appearance. The brackets were bonded on the teeth surfaces using an adhesive system (Transbond XT light cure adhesive primer and Transbond XT adhesive resin, 3M Unitek) applied in strict accordance with the manufacturer\'s instructions. The brackets were placed on the tooth surface, adjusted to their final position, and pressed firmly in place. The excess resin was then removed from the periphery of the bracket base using a dental probe. Light curing was performed for 20 s (10 s on the mesial side and 10 s on the distal side) using a light-emitting diode unit light. The sequence of wires used for all the patients throughout the treatment was NiTi 0.016 inch, 0.016 × 0.022 inch, 0.017 × 0.025 inch, 0.019 × 0.025 inch, and SS 0.019 × 0.025 inch. Wires were ligated with elastomeric ligatures.

Bracket debonding {#sec2-2}
-----------------

The terminal wire used in all the three groups of brackets before debonding was 0.019 × 0.025 inch SS as it exhibits minimal slot-archwire "play." After 12 months of intraoral exposure, all the thirty right canine brackets (SS, self-ligating, and ceramic with metal slot), ten each were debonded with bracket removing plier (3M Unitek) with force applied only to the bracket base. At the time of debonding to avoid any distortion of the bracket slot, a full-size sectional arch wire was left in place. The retrieved brackets were rinsed with distilled water to remove any loosely attached debris and were kept in self-sealed sterilizing packs until analysis.

Stereomicroscopic assessment of bracket slot dimensions {#sec2-3}
-------------------------------------------------------

The slot sizes (left and right vertical dimension), internal tie wing width (cervical and occlusal), and the right and left depth of the slot \[Figures [1](#F1){ref-type="fig"} and [2](#F2){ref-type="fig"}\] of all the sixty brackets, i.e., thirty as-received and thirty retrieved brackets, were measured with a stereomicroscope (Leica MZ7.5 Ergo Trinocular Zoom). All the brackets were scanned under ×20 magnification.

![Measurements made on bracket slot using stereomicroscope; A - Internal tie wing width (cervical), B - Internal tie wing width (occlusal), C - Right vertical dimension, D - Left vertical dimension](CCD-8-71-g002){#F1}

![Measurements made on bracket slot using stereomicroscope; (a) Depth of the right slot; (b) depth of the left slot](CCD-8-71-g003){#F2}

Scanning electron microscope analysis of bracket slot surface roughness {#sec2-4}
-----------------------------------------------------------------------

The micromorphologic characteristics of slot surfaces of 18 randomly selected brackets, with three brackets of each group were analyzed with a scanning electron microscope (SEM) (JSM -- 6490 LA; Jeol, Tokyo, Japan) after 12 months of intraoral exposure and were compared to their controls. The SEM was operated at 15 kV accelerating voltage and low vacuum chamber pressure where imaging of nonconductive specimens can be done without the need for conductive coating with a working distance of 9 mm. The middle portion of the base of the bracket slot surface was scanned under ×500 magnification which was then progressively inspected in detail at higher magnification of ×1000 to detect the presence of surface roughness. The surface characteristics were determined on the basis of a visual evaluation of the surface irregularity.

Energy-dispersive X-ray spectrometry for assessing enamel damage {#sec2-5}
----------------------------------------------------------------

The amount of calcium at the bracket base which indicated the damage of enamel was quantified in terms of percentage *ex vivo* from the debonded brackets using energy-dispersive X-ray spectrometry (EDX) mean area scan analysis (JSM 6490 LA Jeol) (accelerating voltage 15 Kv, at magnification of ×3000). EDX analysis was performed on the entire surface of the bracket base.

Results {#sec1-3}
=======

Bracket slot dimensions {#sec2-6}
-----------------------

Wilcoxon signed-rank test was used to compare the as-received and retrieved slot dimensions of the three different orthodontic brackets. When the slot dimensions of as-received brackets and retrieved brackets were compared, Group A (retrieved SS brackets) showed a significant reduction in the width of the internal tie wing on the cervical area (Group A1 = 1.57, Group A = 1.53) *P* = 0.02, vertical dimension on the right side (Group A1 = 0.58, Group A = 0.55) *P* = 0.00, and an increase in the depth of the slot on the right side (Group A1 = 0.83, Group A = 0.91) *P* = 0.00 \[[Table 2](#T2){ref-type="table"}\]; Group C (retrieved ceramic with metal slot brackets) showed a significant reduction in the vertical dimension on the right (Group C1 = 0.68, Group C = 0.66) *P* = 0.02 and left side of the slot (Group C1 = 0.69, Group C = 0.67) *P* = 0.02, width of the internal tie wing on the occlusal area (Group C1 = 1.67, Group C = 1.61) *P* = 0.02 \[[Table 3](#T3){ref-type="table"}\], whereas Group B (retrieved self-ligating bracket) did not show any statistically significant change after 12 months of intraoral exposure \[[Table 4](#T4){ref-type="table"}\].

###### 

Comparison of slot dimensions of as-received and retrieved stainless steel brackets
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###### 

Comparison of as-received and retrieved ceramic with metal slot brackets slot dimensions
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###### 

Comparison of as-received and retrieved self-ligating bracket slot dimensions
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The difference between the slot dimensions of thirty as-received brackets (Group A1, Group B1, Group C1) and thirty retrieved brackets (Group A, Group B, Group C) was calculated. Kruskal--Wallis test was used to compare the difference in slot dimensions of the retrieved brackets (Group A, Group B, Group C) with each other. The results showed a significant difference (*P* \< 0.01) in the vertical dimension on the right side, internal tie wing width on the cervical area, right and left depth of the slot between the three retrieved brackets (Group A, Group B, Group C) \[[Table 5](#T5){ref-type="table"}\]. Mann--Whitney test was then performed to compare pairs of means that are different. [Table 6](#T6){ref-type="table"} shows the results of *post hoc* Mann--Whitney test. A significant difference was observed between Group A (retrieved SS brackets) and Group B (retrieved self-ligating brackets) in the right vertical dimension (95% confidence interval \[CI\]: Group A: −0.03, 0.20; Group B: −0.009, 0.03) (*P* = 0.007), internal tie wing width on the cervical area (95% CI: Group A: 0.00, 0.06; Group B: 0.04, 0.23) (*P* = 0.001), depth of the slot on the right side (95% CI: Group A: −0.10, −0.04; Group B: −0.00, 0.10) (*P* = 0.001), depth of the slot on the left side (95% CI: Group A: −0.01, 0.02; Group B: 0.05, 0.17) (*P* = 0.002). A significant difference between Group A (retrieved SS) and Group C (retrieved ceramic with metal slot bracket) was detected in the width of the internal tie wing on the cervical area (95% CI: Group A: 0.00, 0.06; Group C: −0.07, 0.07) (*P* = 0.007), depth of the slot on the right side (95% CI: Group A: 0.10, −0.04; Group C: −0.01, 0.02) (*P* = 0.001). Depth of the slot on the left side showed a significant difference between Group B (retrieved self-ligating brackets) and Group C (retrieved ceramic with metal slot brackets) (95% CI: Group B: 0.05, 0.17; Group C: −0.01, 0.01) (*P* = 0.001) \[[Table 6](#T6){ref-type="table"}\].

###### 

Comparison between the difference in slot dimensions among the three retrieved brackets
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###### 

Multiple comparison using *post hoc* tests - Mann-Whitney

![](CCD-8-71-g008)

No significant differences were observed in the vertical dimension on the right side (*P* = 0.35), width of the internal tie wing on the cervical area (*P* = 0.10), and depth of the slot on the right side (*P* = 0.07) between Group B (retrieved self-ligating brackets) and Group C (retrieved ceramic with metal slot brackets). Vertical dimension on the right side (*P* = 0.05) and depth of the slot on the left side (*P* = 0.63) between Group A (retrieved SS brackets) and Group C (retrieved ceramic with metal slot brackets) was found to be insignificant.

In the results of this study, Group A (retrieved SS brackets) showed a significant reduction (*P* = 0.001) in the depth of the slot on the right side by − 0.07 mm when compared to Group B (retrieved self-ligating brackets) and Group C (retrieved ceramic with metal slot brackets) (0.04 mm and 0.006 mm, respectively). Group A (retrieved SS brackets) also showed a significant (*P* = 0.007) increase in the vertical dimension on the right side by 0.08 mm when compared to Group B (retrieved self-ligating brackets) (0.01 mm). Depth of the slot on the left side was found to be statistically increased (*P* \< 0.05) in Group B (retrieved self-ligating brackets) by 0.11 mm when compared to Group A (retrieved SS brackets) (0.007 mm) and Group C (retrieved ceramic with metal slot brackets) (−0.002 mm) brackets. Group B (retrieved self-ligating brackets) also showed a significant (*P* \< 0.05) increase in the width of the internal tie wing by 0.14 mm when compared to Group A (retrieved SS brackets) (0.03 mm). Statistically, the difference in ceramic with metal slot brackets showed only a minimal change in the vertical dimension on the right side, internal tie wing on the cervical aspect, depth of the slot on the right and left side (0.01 mm, −0.003 mm, 0.006 mm, −0.002 mm respectively) when compared with the changes of Group A and Group B brackets \[Tables [5](#T5){ref-type="table"} and [6](#T6){ref-type="table"}\].

Surface roughness {#sec2-7}
-----------------

SEM analysis of as-received and retrieved brackets demonstrated that time had a gradual influence on the slot surface of the brackets which could be due to the accumulation of biofilm. The presence of pits, grooves, and deformations of varying extension could also be observed on the bracket slot surfaces.

When all the three as-received brackets were compared, Group C1 (ceramic brackets) \[Figure [3a](#F3){ref-type="fig"} and [c](#F3){ref-type="fig"}\] showed a relatively smooth surface, whereas the Group A1 (SS brackets) \[Figure [4a](#F4){ref-type="fig"} and [c](#F4){ref-type="fig"}\] and Group B1 (self-ligating brackets) \[Figure [5a](#F5){ref-type="fig"} and [c](#F5){ref-type="fig"}\] showed pits and grooves on the slot surface.

![(a and b) Scanning electron microscope surface images of as-received and retrieved ceramic with metal slot brackets at ×500; (c and d) scanning electron microscope surface images of as-received and retrieved ceramic with metal slot brackets at ×1000](CCD-8-71-g009){#F3}

![(a and b) Scanning electron microscope surface images of as-received and retrieved steel brackets at ×500; (c and d) scanning electron microscope surface images of as-received and retrieved steel brackets at ×1000](CCD-8-71-g010){#F4}

![(a and b) Scanning electron microscope surface images of as-received and retrieved self-ligating brackets at ×500; (c and d) scanning electron microscope surface images of as-received and retrieved self-ligating brackets at ×1000](CCD-8-71-g011){#F5}

When all the three retrieved brackets were compared Group C (retrieved ceramic with metal slot brackets) showed an increase in the slot surface roughness with the presence of crevices, cracks, and gaps \[Figure [3b](#F3){ref-type="fig"} and [d](#F3){ref-type="fig"}\], Group A (retrieved stainless steel bracket) \[Figure [4b](#F4){ref-type="fig"} and [d](#F4){ref-type="fig"}\] showed few irregularities but Group B (retrieved self-ligating bracket) showed the least irregularity \[Figure [5b](#F5){ref-type="fig"} and [d](#F5){ref-type="fig"}\].

Presence of calcium at the bracket base {#sec2-8}
---------------------------------------

Kruskal--Wallis test was used to determine the amount of calcium at the bracket base among the three orthodontic brackets after 12 months of intraoral use. The result of EDX analysis shows a statistically significant difference between the amount of calcium between Group B and Group C (self-ligating and ceramic with metal slot brackets) (*P* \< 0.05) and between Group A and Group C (SS brackets and ceramic with metal slot brackets) with the ceramic bracket base (*P* \< 0.05) showing the highest amount of calcium followed by the SS bracket base. However, there is no statistically significant difference between the presence of calcium at the self-ligating and SS bracket bases \[[Table 7](#T7){ref-type="table"}\].

###### 

Mean amount of calcium present between the three bracket bases

![](CCD-8-71-g012)

Discussion {#sec1-4}
==========

Retrieval analysis has gained special interest in biomaterials research since the *in vivo* environment cannot be adequately simulated under current *in vitro* research methodological approaches. Variations in temperature and pH as registered intraorally may cause the biodegradation of these materials, changing some of their properties which may compromise their clinical performance.\[[@ref7]\] The combined action of these biological factors can significantly alter the integrity of the orthodontic bracket surface. Alteration in the integrity of the brackets can be seen in the form of intraslot wear, deformation, and roughness.\[[@ref5]\]

The surface roughness of dental material is critical since it determines the contact area and influences the corrosion behavior and biocompatibility of the material. The orthodontic brackets should have the proper hardness and strength to withstand an accurate force from the archwire to the teeth. In addition, they should have a smooth slot surface to reduce the frictional resistance. Unfortunately, there is little information in literature regarding the changes in the slot dimensions and surface roughness of the brackets before and after clinical use. In this study, these factors were evaluated from the change in the morphology of each bracket before and after 12 months of intraoral exposure. The present study also evaluated the amount of enamel loss which is determined by the presence of calcium present at the bracket base following debonding.

The brackets used in this study were MBT 0.022"slot SS, self-ligating, ceramic with metal slot. These brackets were chosen as they exhibit different compositions and there are no studies in literature comparing the physical changes of these brackets after 12 months of intraoral exposure.

Generally, extraction is indicated during orthodontic treatment; canine retraction through sliding mechanics is applied to close the resultant space; for this reason, canine brackets were selected for the present study.

All brackets were conventionally bonded using the "etch and bond technique." After 12 months of intraoral exposure, all canine brackets were debonded with bracket removing plier (3M Unitek, Monrovia, Calif). According to Coley-Smith and Rock, bracket removing pliers when used, the archwire should be left in place since this reduces the number of distortions of the bracket slot and the use of bracket removing pliers after removal of the archwire produced significantly greater numbers of distorted brackets.\[[@ref8]\] In a photoelastic stress analysis, it was found that forces applied to the outer wings of the bracket transferred the least amount of stress to the enamel, whereas the force applied to the base of the bracket and to the adhesive zone created stress concentration regions in the enamel that would cause separation at the adhesive-enamel interface.\[[@ref9]\] However, Brosh *et al*.\[[@ref10]\] did not find any significant difference in the calcium scores with the pliers applied either at the base of the bracket or at the tie wing.

In this study, to eliminate any possible influence of the method of debonding on the values of the measurements of the bracket slot, a full-size sectional archwire was left in place at the time of debonding and debonding was accomplished by carefully applying force only to the bracket base thus preserving the area of interest.

Stereomicroscopic analysis of as-received and retrieved brackets suggested a significant change in the slot dimensions of ceramic with metal slot bracket and SS, whereas the retrieved self-ligating brackets did not show any significant difference in the slot dimensions when compared with their as-received counterpart.

When the differences in slot dimensions of the three retrieved brackets (Group A, Group B, Group C) were compared with each other, a statistically significant alteration in the vertical dimension on the right side (*P* = 0.01), width of the internal tie wing on the cervical aspect (*P* = 0.01), depth of the slot on the right (*P* ≤ 0.01) and left side (*P* ≤ 0.01) was observed.

In this study, all the three brackets showed changes in the slot dimensions after 12 months of intraoral exposure, but Group C (retrieved ceramic with metal slot brackets) exhibited minimal alterations in the slot dimensions when compared to Group A (retrieved SS brackets) and Group B (retrieved self-ligating brackets) [Table 5](#T5){ref-type="table"} and [Table 6](#T6){ref-type="table"}. According to Eliades *et al*., ceramic brackets are quite stable, proper dimensional stability of ceramic brackets may be due to the brittleness of the material, which does not allow significant deformation before fracturing.\[[@ref11]\] Self-ligating brackets and SS brackets are similar in their compositions. In this study, the vertical dimension on the right side of Group A (retrieved SS brackets) increased by 0.08 mm which is in agreement with the study done by Regis *et al*.\[[@ref4]\] Group B (retrieved self-ligating brackets) showed a significant increase in the width of the internal tie wing by 0.14 mm when compared to Group A (retrieved SS brackets). Depth of the slot on the left side was found to be statistically increased (*P* \< 0.05) in Group B (retrieved self-ligating brackets) by 0.11 mm when compared to Group A (retrieved SS brackets) (0.007 mm) and Group C (retrieved ceramic with metal slot brackets) (−0.002 mm) brackets. The changes in these bracket slot dimensions can be related to the intraslot wear or deformation due to the dental sliding mechanics, torque, and progressive increase in the thickness of the wires used in the brackets.\[[@ref5][@ref12][@ref13]\] A significant reduction in the depth of the slot on the right side by − 0.07 mm was observed in Group A (retrieved SS brackets). A study done by Dos Santos *et al*.\[[@ref14]\] demonstrated that time had a gradual influence on the accumulation of biofilm, debris, and food remainders on the surface and slots of the brackets. A reduction in slot dimension observed in this study could be related to the fact that when a biomaterial is exposed to a biological system, a noncellular acquired biofilm is rapidly organized on the material surface by spontaneous adsorption of extracellular macromolecules composed of glycoproteins and proteoglycans which later calcifies and alters the structure of the biomaterial.\[[@ref5]\] A study done by Eliades *et al*. stated that biological factors can significantly alter the integrity of orthodontic brackets, especially metallic brackets.\[[@ref5]\] In the present study, this could be the reason for significantly greater alteration in the slot dimensions of Group A (retrieved SS) and Group B (retrieved self-ligating brackets).

Surface profilometry is the most commonly used method to measure the surface roughness of orthodontic material, but the disadvantage is that it can induce sample damage and is difficult to use for overall surface roughness measurement due to its use of a single line in a preselected area as mentioned by Lee *et al*.\[[@ref15]\] To overcome this disadvantage of surface profilometry, surface roughness in this study was measured using SEM which has a large depth of field yielding a characteristic three dimensional appearance useful for understanding the surface structure of the sample.

SEM analysis showed that all the as-received brackets from the manufacturer presented some surface irregularities, which according to Pithon *et al*.\[[@ref12]\] and Gkantidis *et al*.\[[@ref16]\] would compromise the ideal fitting of the orthodontic wire within the slot walls.

In this study, Group C (retrieved ceramic with metal slot) brackets showed greater amount of surface roughness \[Figure [3b](#F3){ref-type="fig"} and [d](#F3){ref-type="fig"}\] and Group B (retrieved self-ligating brackets) presented minimal surface irregularity \[Figure [5b](#F5){ref-type="fig"} and [d](#F5){ref-type="fig"}\] after 12 months of intraoral exposure. According to Loftus *et al*.,\[[@ref17]\] ceramic brackets with SS slots have superior frictional qualities compared with those of conventional ceramic but not as efficient as metal brackets.

This could be because of several factors such as:

The friction in Clarity brackets increases in the wet state as observed by Thorstenson and Kusy\[[@ref18]\]The metal inserts of the brackets neither have a constant width along the slot nor extend to the top of it as observed by Kusy and Whitley.\[[@ref19]\]

The relatively smoother surface of Group B (retrieved self-ligating bracket) in this study can be attributed to the fact that self-ligating brackets used in this study are characterized by the presence of a fourth mobile wall that converts the slot into a tube, allowing the wire to freely move inside the bracket slot; thus, reducing the contact area between the bracket and the wire which in turn will reduce the surface roughness. The results of this study with regard to surface roughness of self-ligating brackets is in accordance with Shivapuja and Berger,\[[@ref20]\] who stated that self-ligating brackets generated less friction than conventional brackets which could be due to the smooth slot surface of the self-ligating brackets.

The study showed that clinical use caused changes in the surface of the brackets as seen in scanning electron microscopic images. According to Choi *et al*.,\[[@ref21]\] the changes in the surface roughness of bracket slot can be due to corrosion from the saliva, mouth washing solution, or galvanic corrosion between two materials or due to the friction by the sliding movement of the archwire over the bracket slots. Surface roughness also arises from the presence of grove, gaps, and crevices and the deposition of debris during their intraoral use.

The study also confirms the presence of precipitated biofilm on retrieved brackets, which is seen as areas of dark surface in SEM analysis.\[[@ref14]\] This can alter the structure and surface integrity of the biomaterial.

According to Amini *et al*.,\[[@ref22]\] increased surface roughness can increase frictional forces because it enhances the contact area between the bracket and the wire. This can, in turn reduce the orthodontic force by 50% or more thereby lowering the quality of orthodontic treatment.

Quantitative analysis of calcium present at the bracket base was done using EDX. The same canine brackets which were used to evaluate the slot morphology were used to determine the amount of enamel loss.

Enamel is composed of 95% inorganic component which is mainly calcium phosphate. Since none of the bonding materials used contained calcium, the presence of this element could only be attributed to enamel loss.\[[@ref6]\]

EDX analysis showed a significant increase in the amount of calcium present at the ceramic with metal slot bracket base followed by the SS and self-ligating bracket bases. Apart from calcium, EDX analysis also showed the presence of oxygen, carbon, nitrogen, silicon, and phosphorous. Carbon should be attributed to surface contamination rather than an elemental component.\[[@ref16]\]

Greater amount of calcium at the ceramic bracket base can be related to the fact that the ceramic brackets have increased bond strength. Odegaard and Segner\[[@ref23]\] reported higher incidence of enamel damage after debonding ceramic bracket when compared to the metal brackets. The bond failure for the ceramic bracket occurred predominantly in the enamel/adhesive interface and the failure site for the metal bracket was mainly in the bracket/adhesive interface. In a study carried out by Bishara *et al*.,\[[@ref24]\] the bond strengths of metallic brackets (Victory Series) were less than the ceramic brackets with mechanical retention (Clarity) which suggests a greater risk for enamel damage for ceramic bracket debonding. Enamel fracture during debonding is related to the high bond strength of ceramic brackets and sudden impact loading. A study conducted by Ciocan *et al*.\[[@ref25]\] reported that the potential reason for greater amount of enamel loss with ceramic bracket debonding could be due the ceramic mesh which has a greater adhesion value than the bracket with metal mesh and the need for special debonding procedures as recommended by the manufacturer.

Many *in vitro* studies have shown that friction increases with increased roughness of the wire and bracket surface; however, they have mainly focused on the mechanical properties, not the changes resulting from intraoral exposure. This study determined the physical changes that occur in orthodontic brackets after intraoral exposure. The results of which suggest that there is a significant difference in the physical properties of orthodontic brackets before and after intraoral exposure with a progressive increase in surface alteration from 0 to 12 months of intraoral exposure, so friction must be very well taken into consideration in treatment durations that may last for about 24--36 months which could compromise the clinical performance of the appliance.

In this study, ceramic brackets were found to cause a greater risk for enamel damage, which according to Ghafari *et al*.\[[@ref26]\] can be prevented by avoiding sudden impact loading or stress concentration within the enamel using proper debonding techniques, avoiding bonding of ceramic brackets on structurally damaged teeth, adding a metal mesh at the base of the bracket, reducing the base area of the bracket, using weaker resins appropriate debonding procedures has to be undertaken, and the cases to be treated with ceramic brackets must be selected with caution.

Further studies should be conducted using a disclosing medium (GUM Red-cote, Chicago, USA) to verify whether fractured enamel surfaces are still visible after the cleanup and polishing procedure and also to investigate the influence of saliva in the remineralization of these lesions in a long-term follow-up.

Conclusion {#sec1-5}
==========

The present study on evaluating the effects of orthodontic treatment on the physical properties of three different types of brackets, namely, SS, self-ligating, ceramics with metal slot revealed the following:

When the differences in slot dimensions of the three retrieved brackets (Group A, Group B, Group C) were compared with each other, all of them underwent significant alterations, but Group C (retrieved ceramic with metal slot brackets) exhibited significantly minimal alterations in the slot dimensions when compared to Group A (retrieved SS brackets) and Group B (retrieved self-ligating brackets)With regard to surface roughness, Group B (retrieved self-ligating brackets) exhibited least surface irregularity of three while Group C (retrieved ceramic with metal slot brackets) demonstrated greater surface roughnessThus, the study reveals that there is a significant difference in the physical properties of orthodontic brackets before and after intraoral exposure with a progressive increase in surface alteration from 0 to 12 months of intraoral exposureWith regard to the calcium present at the bracket base, the result shows that debonding of all the three brackets lead to enamel loss, but ceramic with metal slot brackets showed a greater amount of enamel loss.
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